GURU GOBIND SINGH MEDICAL COLLEGE, FARIDKOT. (PUNJAB)- 151203.
(Constituent Medical College of Baba Farid University of Health Sciences, Faridkot)

E-mail: pr_ggsmc@yvahoo.com Website: www.ggsmch.org
JPhone: 01639-251111 Fax : 01639-251070
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Tender for supply and signing rate contract of Equipments required at this

Institution.

Sealed Tenders are invited for supply of Items required at this Institution on
Conditions given as under:

terms &

Name of Item with specifications

Qty
Required

Ambu Bagi(iChiId) with face mask and reservoir
Material:-Silicon, Reusable, autoclaveable

As per

Ambu Bag (Adult) with face mask and reservoir
Material: Silicon, Resuable, Autoclaveable

requirement

BP Apparatus Aneroid type with Pediatric Cuff

BP Apparaths Aneroid type with Adult/standard sized Cuff

| Nebulizer
-Should be Light weight and Compact
-Should have a dust filter.
-Should be able to deliver a flow rate > 7 [pm
-Should h ave air pressure > 35 psi
-Should have a check valve to protect the device against contamination due to
backward inhalation
-Should be compatible for continuous use
-Should works on 200-240Vac/50Hz
-Should be supplied with l}ebulization accessory kit with mask for adult and
paediatric — 2 nos. each
-Nebulization mask for adult and paediatric — 10 nos. with each unit.
-Warranty:- | year
-CE/FDA/STQC approved standards in quality.

Lar;1goscope (Adult)
LED Mc Intosh
Curved Blades No.1,2.3 & 4 with each Units.

Glucometer (Free of Cost ) Rates of the strips should be quoted
Recommended Brand: Glucodoctor/Romsons/or any Reputed Brand.

Crash Cart
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-Overall size shall be more than 900mm L x 500mm W x 1500mm H.

-The crash cart should be made of 25.4mmx18G Stainless steel tubular frame work.
-Shall have Epoxy / Anti-Microbial powder paint inside and out

-Should have dual push handles on either side

-Should have S.S. shelves, six colored removable bins & two polystyrene lockable
storage units with three drawers each.

-Facility to carry ECG Monitors, Defibrillators etc on open areas at top centre and
bottom shelves.

-. Should have Stainless steel saline rod fixed with

-Two accessory mounting brackets to mount accessories anywhere without the need
of prethreaded holes.

-Crash cart should be mounted on 12.5 cms dia non-rusting swiveling castor
wheels. Two having Locking arrangement.

-. Oxygen cylinder stand epoxy powder coated, on one side.

9. | I/v Stands
-All stainless steel construction.
- Heavy weight five-leg base with 3" swivel casters, two with brake.
-Height easily adjusts from 66" to 99" by turning the knob counterclockwise, turn
the knob clockwise to tighten and lock in height,
-Four-hook top, Two-piece telescoping 17, tubular 16 gauge stainless steel pole.
-Holds up to 20 Ibs. (9.0 kg) of 1.V. fluid.
-Easy-to-clean surfaces.
10. | Room heaters
-Auto Rotate able
-Model Standing Type.
-Having Three Heating Rods.
-Recommended Brand: Bajaj/Usha/Maharaja Whiteline.
11.| Bipap
-Pressure Range- 4 to 25 em H20
-Flex pressure Relief- Biflex
-Ramp Time- 0 to 45 min ( 5 min increment)
-Starting Ramp Pressure- 4 to EPAP Patient- Adjustment
4 to min. EPAP pressur
-Filters- Foam and optional Ultra Fine
-LCD/Control wheel/Push Button Device Setup
-Having Data Storage capacity uptp 6 months with SD Card compatibility
-Compliance meter- Breathing Detection
-Automatic Altitude Compesation,
-Humidification- Integrates with system one heated humidifier and pass over
humidifier
Power supply= 240 V AC
Warranty:- 2 years
AMC/CMC
12. | Pulse Oxymeter

-Portable, Finger Type with LCD Display, Battery operated.
-Warranty:- 2 Years
-CE Approved
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13. | Weighing Machine

-Should Have accuracy of 500 Gms

-Should be of Dial Type with Magnifier Lens for easy view of measurement.
-Should measure maximum 150 Kg weight.

-Should have zero Adjustment.

-Should be made of Metal, epoxy powder coated with rust proof parts.
-Should be certified CE/ISO and ISI and should be of reputed mak/Brand.

14. | Height Scale (Stadiometer)

15. Bedside Screen

-Size 165 H x 240 L cms, Tubular Frame Work mounted on 5 cms castors with curtains,
Frame work of Mild steel, Epoxy powder Coated on castors, should be supplied with 1 set
of Curtains.

16. | Examination Table

-Constructed from Mild Steel Material.
-Adjustable Back rest.

-Top is covered with synthetic material.
-Mounted on four 50mm castors.

-Epoxy powder coated.

-Overall size:- 1830(L)*510(W)*600(H) mm.

17. | Bed side Revolving Stools

-Revolving facility in the stool with height adjustable mechanism having at least 5
castors.

-Top should be without foam of S.S.

- Finish: pre treated and epoxy powder coated

18. | Dressing Trolley

-Size: 76 Lx 51 W x 82 Hem.

-Stainless steel frame with stainless steel shelves and chrome-plated guard railing.
-Trolley mounted on 10 cm DIA.

- swivelling castors.

-Bracket for bow! and bucket

Terms & Conditions:
1. The bidders should have to follow all the Terms & Conditions.
2. The material/equipment should be of Good Quality
3. The material/equipment should meet standards in quality i.e CE/TUV/CE/USFDA
approved.

4. Supply should be F.O.R Destination with Installation.

5. Rates quoted should not be more than those quoted to DGS&D and any other Central or
State Govts. Organizations

6. Taxes should be clearly mentioned.

7. The quantity may increase of decrease according to the requirement.

8. Guarantee/Warranty should be quoted.

9. If the supply is not made within the stipulated period then late delivery charges @2%

will be imposed on the total amount of Supply Order up to delay of 30 days and
thereafter (@ 4% for another 30 days.

10. Tender Fee:-Rs.1000/- should be submitted in favor of Principal, GGS Medical College,
Faridkot. (Non Refundable)

11. EMD: Rs.30.,000/- should be submitted in favor of Principal, GGS Medical College,
Faridkot. ( Refundable)

12. Payment will be after satisfactory report from the concerned deptt./Stores.
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13. Principal, GGS Medical College, Faridkot reserves all rights to reject any Tender
/material without assigning any reason.

Note: Only Terms & Conditions mentioned on this Tender will be considered for
supply order.

You are requested to send your lowest bid in sealed envelope, addressed to The
PRINCIPAL, G.G.S Medical College, FARIDKOT super scribing “Tender for “Equipments”
on the top of Envelope.

Last Date for receipt of Tender in Principal Office is 25.11.2016 by 5.00 Pm through
Registered/Speed Post/Track able Courier Only.
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